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Stable isotopic analysis of atmospheric methane
by infrared spectroscopy by use of diode laser
difference-frequency generation
Michael E. Trudeau, Pin Chen, Guilherme de Andrade Garcia, Leo W. Hollberg,
and Pieter P. Tans
An infrared absorption spectrometer has been constructed to measure the stable isotopic composition of
atmospheric methane samples. The spectrometer employs periodically poled lithium niobate to generate
15 W of tunable difference-frequency radiation from two near-infrared diode lasers that probe the 3
rotational–vibrational band of methane at 3.4 m. To enhance the signal, methane is extracted from 25 l
of air by use of a cryogenic chromatographic column and is expanded into the multipass cell for analysis.
A measurement precision of 12‰ is demonstrated for both 13C and D. © 2006 Optical Society of
America
OCIS codes: 010.1280, 300.6420.
1. Introduction
Methane is an important radiative trace gas that has
contributed an estimated 0.48 Wm2 to the change in
the radiative balance of the atmosphere, correspond-
ing to approximately 20% of the total increase during
the past century.1 The current globally averaged at-
mospheric surface methane mixing ratio of 1745
parts in 109 (ppb) is more than double preindustrial
estimates, an increase that has largely been attrib-
uted to human activities.2 Legislative regulation and
abatement strategies to control future concentrations
of atmospheric methane require identifying and
assessing methane source and sink magnitudes.
Precise measurements of mixing ratios and isotopic
compositions of atmospheric background samples
add constraints to global methane models that help
resolve uncertainties in the sources and sinks. To
date, isotopic measurements of atmospheric methane
samples have been performed almost exclusively by
isotope ratio mass spectrometry (see, for instance,
Quay et al.3 and Kuhlmann et al.4). Measurements of
13C and 2H in methane by conventional mass spec-
trometry require procedures to convert CH4 to CO2
and H2O (followed by the reduction of H2O to H2)
since 13CH4 and
12CH3D share a small mass differ-
ence of 0.003 amu that is below instrument mass
resolution. More recent reports of high-precision
continuous-flow measurements using pyrolysis to
convert CH4 directly to H2 have been made.5 How-
ever, optical analysis of isotopic composition allows
simultaneous measurement of both carbon and deu-
terium isotopes in methane without chemical conver-
sion and minimizes possible interference by other
hydrocarbons. Moreover, optical analysis allows for
compact and energy-efficient spectrometers to be con-
structed with diode lasers, facilitating field measure-
ments.
Several reports of the use of infrared laser
spectroscopy to measure methane isotopic composi-
tion exist in the literature. Kosterev et al.6 reported
measurements of isotopic composition with a
quantum-cascade laser that probes the 4 P branch
of methane at 8.1 m (no measurement uncertainty
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was reported). Dahnke et al.7 reported a 13C preci-
sion of 11‰ (parts per thousand) on ambient air
samples by use of cavity leak-out spectroscopy in the
3 m wavelength region. Yamamoto and Yoshida8
demonstrated the use of the methane overtone tran-
sition, in the 1.7 m spectral region, to probe pure
methane samples with a precision of 0.7‰ and
0.027‰ for 13C and D, respectively. Bergamaschi
et al.9 described a liquid-nitrogen-cooled lead salt
tunable diode laser absorption spectrometer for iso-
tope measurements of methane sources, and in a
more recent publication10 reported an uncertainty of
0.5 to 1.0‰ for 12CH3D12CH4 measurements at
3.3 m on preconcentrated samples of background
air. Measurements of unprocessed ambient methane
mixing ratios have been made by Petrov et al.11 with
an uncertainty of 1 ppb using difference-frequency
generation (DFG) in periodically poled lithium nio-
bate (PPLN), and Waltman et al.12 reported measure-
ments of 13CH412CH4 isotopic ratios using the same
technique with an uncertainty of 44‰. Although
this is insufficient for routine monitoring of methane
isotopic ratios of background atmospheric methane,
the technique employs commercial near-infrared di-
ode lasers, which offer the potential for single-
frequency operation at temperatures that can be
reached with Peltier coolers. The present work
extends DFG and sample preconcentration to mea-
surements of both methane 13C12C and deuterium
hydrogen (DH) ratios.
Here we present the results of two sets of experi-
ments in the 3.32–3.41 m 3020–2930 cm1 spec-
tral region. The first set of experiments determined
the hydrogen isotopic composition of methane with
measurements of the 2950.85082951.3057 cm1
12CH3D12CH4 line pair. A second set of experiments
used the 3005.31493005.7333 cm1 13CH412CH4
line pair for carbon isotope measurements. The
HITRAN atmospheric molecular spectroscopy data-
base (Methane Update v11.0) was used to identify
line pairs in both spectral regions. Absorption line
pairs were used to calculate the measurement uncer-
tainty in methane isotopic signatures and demon-
strate the application of this technique to background
monitoring of atmospheric methane isotope variabil-
ity.
2. Instrument Design
The instrument design for the laser spectrometer
is shown in Fig. 1. The optical configuration for the
DFG absorption spectrometer consists of a 100 mW
AlGaAs Fabry–Perot diode laser at 809 nm (pump)
and a 500 mW distributed-feedback (-DFB) diode
laser at 1066 nm (signal). The laser outputs are
combined by a dichroic beam coupler and focused
into a temperature-tunable, quasi-phase-matched
nonlinear LiNO3 crystal with a 22.2 m domain pe-
riod. The crystal has a conversion efficiency of
0.4 mW W2 cm1, 60% of the theoretical value. The
resulting 3.3 m radiation (idler) is passed
through a germanium filter with a net power of
15 W. The optical configuration for experiments in
the 3005 cm1 spectral region includes a zinc se-
lenide beam splitter that divides the transmitted
beam. One beam is focused onto a 300 cm3 multi-
pass absorption cell with a path length of 36 m and
the second beam is focused onto a 500 cm3 single-
pass reference cell 1.0 m in length). The reference
cell is filled with a gas that is 0.1810% (by mole
fraction) CH4 in ambient mixing ratios of N2, O2, and
Fig. 1. Optical design of the laser spectrometer shown with a typical spectrum.
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argon. The reference cell gas pressure is set to
match the full width at half-maximum of the refer-
ence absorption peak to that of the sample peak.
Experiments in the 2950 cm1 spectral region were
performed prior to the addition of the reference cell
to the instrument design and therefore do not in-
clude reference gas measurements. Optical
throughput of the multipass cell is 17%. The beams
from each absorption cell are directed onto InSb
photodiode infrared detectors cooled by liquid nitro-
gen with a background-limited noise-equivalent
power of 2  1012 W Hz12. Wavelength modula-
tion of the pump laser at 2 kHz with a modulation
depth of 0.02 cm1 was utilized to reduce spec-
trometer noise while the idler frequency was
scanned over the selected spectral regions of
1.0 cm1 at 10 Hz by tuning the current of the
signal laser. For the experiments in the 2950 cm1
spectral region we used a solenoid to mechanically
vibrate the multipass cell to average out deleterious
interference fringes. The detector signal was pro-
cessed with a lock-in amplifier, and the second-
harmonic signal from the wavelength modulation
was used for isotopic ratio calculations. Each spec-
trum is an average of 1000 scans.
A cylinder of air filled at an altitude of 3523 m at
Niwot Ridge, Colorado, was used as the sample gas
for experiments in both spectral regions and was
measured to be 1763 ppb methane by the National
Oceanic and Atmospheric Administration’s Earth
System Research Laboratory Carbon Cycle Green-
house Gases Group. This cylinder should reflect the
methane isotopic signature of clean background air
and so was not calibrated for isotopes. Given the
noise-equivalent power, a noise-equivalent band-
width of 0.78 Hz, the cylinder methane mixing ra-
tio, and spectroscopic values listed in the HITRAN
database, the estimated signal-to-noise ratio at the
sample cell detector ( InSbsam in Fig. 1) is 16 for the
weakest absorption line at 2950.8508 cm1. For ap-
plication to atmospheric monitoring of background
methane isotopic ratios, the target instrument un-
certainty should be 1 part per thousand. To enhance
the signal-to-noise ratio, preconcentration proce-
dures are implemented to increase methane partial
pressures.
The design for methane cryogenic enrichment is
shown in Fig. 2. Methane was extracted from 25 l of
air for isotopic measurements of the 13C12C line pair.
The sample air is passed through a 38 in. (0.95 cm)
stainless-steel chromatographic column packed with
a 2 g 80100 carbon molecular sieve and a sheathed
resistance temperature detector sensor (see Reten-
tion Column in Fig. 2). The column is contained in an
elliptical cavity with a 150 W halogen filament and
liquid-nitrogen inlet to control temperature cycling
and is initially baked out at 300 °C for 30 min under
a 30 mlmin dry helium flow before sample introduc-
tion. The temperature is then decreased to 180 °C
for 30 min, after which the air sample is passed at a
flow rate of 200 mlmin at 25 °C and 1 atm. Follow-
ing sample concentration on the chromatographic
column, the helium flow is reinitiated and a temper-
ature ramp begins that increases the column temper-
ature to 155 °C at a rate of 1 °Cmin. Solenoid
valves then isolate the column, the temperature is
increased to 300 °C, and the sample is passed under
a helium flow to a portable cryofocus column con-
taining 1.0 g of carbon molecular sieve in a liquid-
nitrogen bath. The cryofocus column is removed from
the liquid nitrogen, allowed to reach room tempera-
ture, and the methane sample is expanded into the
evacuated multipass cell for isotopic analysis. The
total time for preconcentration is 4 h. The extrac-
tion procedure produces a methane mole fraction
of 0.448% 4.48 mmol mol1 at a total pressure of
27 Torr in the multipass cell, corresponding to a mole
fraction enrichment of 2540 times. Measurements of
the DH line pair used 20 l of air for the extraction
process and did not implement the temperature ramp
at the end of the preconcentration procedure. This
extraction resulted in a multipass cell methane mole
fraction of 0.102% 1.02 mmol mol1 at a pressure of
95 Torr, an enrichment of 578 times relative to the
methane mixing ratio of the cylinder. Trapping effi-
ciency increased with the addition of the temperature
ramp to the carbon isotopic ratio measurements, a
process that desorbs excess O2 and N2 from the col-
umn that would otherwise contribute to pressure
broadening of the absorption lines. The balance of gas
contribution to the cell pressure comes largely from
CO2 that is retained during the extraction process.
The air leaving the cryogenic apparatus for experi-
ments in both spectral regions was continuously sam-
pled for methane by a gas chromatograph analyzer
with a measurement uncertainty of 7 ppb, quanti-
tatively retaining methane to 0.4%.
These experiments did not include an investigation
of possible isotope fractionation during preconcentra-
tion. All uncertainties presented in this paper refer to
measurements of single samples. Isotope fraction-
ation in the preconcentration procedure, the expan-
sion of the methane sample into the absorption cell
following preconcentration, as well as other steps in
the measurement process require a study of long-
Fig. 2. Cryogenic methane trap diagram.
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term measurement reproducibility and systematic
errors in isotope signature assignments with cali-
brated isotope standards.
3. Data Analysis and Discussion
Ten spectra of the DH line pair were recorded on a
single preconcentrated sample. A single spectrum
and the spectral average are shown in Fig. 3. For
measurements of the carbon isotopic ratio using the
3005.31493005.7333 cm1 line pair, two different
preconcentrated samples were analyzed on each of
two days with simultaneous reference gas measure-
ments. Ten spectra were recorded sequentially of
each preconcentrated sample. Background spectra of
the evacuated multipass cell before analysis were
then subtracted from the absorption spectra to re-
move the contribution of residual water vapor in the
multipass cell at 3005.44 cm1. Figure 4 shows a
sample cell spectrum and reference cell spectrum of
the carbon isotope line pair. All spectra are corrected
for a nonlinear response in laser wavelength to fast
current tuning of the diode lasers.
Spectral lines were chosen to match absorption sig-
nal intensities by pairing a strong transition of the
rare isotope to a weak transition of the abundant
isotope. The difference in ground-state energies be-
tween line pairs results in a temperature dependence
in the relative population of states and a temperature
sensitivity in isotopic signature assignments. The
estimated temperature dependences for the 13CH4
12CH4 and
12CH3D12CH4 line pairs are 23.1 and
5.1‰K, respectively, calculated using the relation-
ship of Bergamaschi et al.9 and ground-state energies
from the HITRAN database. Although not imple-
mented in this study, corrections to the isotopic sig-
nature assignments for temperature variations
between sample and reference cells can be made with
zero measurements as described by Bergamaschi
et al.9
Table 1 summarizes the significant isotopic contri-
butions to the observed line profiles shown in Figs. 3
and 4. Spectral resolution was limited by an absorp-
tion linewidth of approximately 0.02 cm1, due to a
combination of pressure and Doppler broadening.
The 2950.85082951.3057 cm1 line pair of the 3 P
branch, labeled as line profiles A and B in Fig. 3, is
used for the DH isotopic ratio calculations. Peak A is
an absorption feature of 12CH3D at 2950.8508 cm
1
with underlying 12CH4 absorption at 2950.8627 cm
1
that contributes approximately 5.0% to the total
line intensity. Peak B is a 12CH4 isotopic line at
2951.3057 cm1 with neighboring 12CH4 absorption
at 2951.3816 cm1 and an underlying contribution of
1.5% from 12CH3D absorption at 2951.3598 cm
1. The
convolution of isotopic line profiles with those of other
species requires simultaneous measurements of pure
isotopic calibration gases for isotopic signature as-
signments. For estimates of the DH measurement
precision, underlying absorption by neighboring iso-
topes is relatively small and has been neglected.
The 3005.31493005.7333 cm1 line pair (labeled
as C and D in Fig. 4) of the 3 Q branch was used to
calculate the 13C12C ratio. Absorption peak C is a
13CH4 isotopic peak at 3005.3149 cm
1 with a neigh-
boring 13CH4 absorption feature at 3005.3305 cm
1
and underlying absorption from 12CH4 at 3005.3011
cm1. Using HITRAN line intensities, 12CH4 contrib-
utes 0.6% to the total line profile and is comparable to
the measurement uncertainty. Peak D is pure isoto-
pic absorption by 12CH4 at 3005.7333 cm
1 and has
adjacent absorption features of the same isotope cen-
tered at 3005.6951 and 3005.7266 cm1. The spectral
region containing peaks C and D was chosen follow-
ing the first experiments (in the 2950 cm1 spectral
region) for an intense deuterium transition, accord-
ing to the HITRAN 2000 database. With the methane
update in 2001, this absorption feature was reas-
signed to the 13CH4 and
12CH4 isotopes. This demon-
strates the importance of independent measurements
of the isotopic lines of interest.
Singular-value decomposition was used to calcu-
Fig. 3. Second-harmonic signal of methane in the DH spectral
region. The sample gas spectrum is shown as the solid curve,
overplotted with the spectral average of all sample gas scans
(dashed curve) used as the reference spectrum. The deuterium
absorption is labeled as peak A and hydrogen as peak B.
Fig. 4. Second-harmonic signal of methane in the 13C12C spec-
tral region. The sample cell spectrum is shown as the solid curve
and the corresponding reference spectrum as the dashed curve. 13C
absorption is labeled as peak C and 12C as peak D.
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late the relative contributions of each reference
isotopic peak to the sample spectra. The isotopic com-
position of each spectrum is expressed as the relative
difference in absorption intensities between sample
and reference gases in conventional per thousand no-
tation, according to Eq. (1):
13C or D RsamRref 1 1000. (1)
The isotopic ratio R is the ratio of the concentration of
the rare to abundant isotope and represents the ratio
of peak intensities for DH AB and
13C12C CD, where absorption intensities (e.g.,
[A]) are the singular-value decomposition coefficients
of their respective peaks. For the intercomparison of
isotopic measurements between laboratories, refer-
ence gas measurements require independent isotopic
signature assignments on the internationally recog-
nized PeeDee Belemnite (PDB) and Vienna Standard
Mean Ocean Water (V-SMOW) measurement scales
for 13C and 2H, respectively.13 These signature assign-
ments are unnecessary for measurement precision
calculations and are not made for these experiments.
Table 2 summarizes measurement precision calcu-
lations for experiments in both spectral regions. The
reported precision is one standard deviation of the
isotopic signature in units of per thousand. Since
measurements of the DH line pair were performed
without the reference cell, the average of all sample
cell spectra, referred to asRave,sam in Table 2, was used
in place of the reference cell spectra Rref in precision
calculations. The same procedure was used with both
sample and reference cell spectra of the 13C12C line
pair for comparison. The precision for D was 12‰
using the spectral average as the reference spectrum.
Sample cell precision was 38‰ and 69‰ for 13C
for the first and second days of analysis, respectively.
Reference cell precision was within a few per thou-
sand of the sample cell on each of the two days. When
experimentally measured reference spectra are used
in the calculation for 13C, the uncertainty improves
to 10‰ and 13‰ on the first and second days of
analysis, respectively. The significant improvement
in measurement uncertainty demonstrates the value
of simultaneously measured reference spectra as a
means to correct for variations in instrument re-
sponse.
Given equivalent experimental conditions for mea-
surements in both spectral regions, the ninefold
difference in isotopic line strengths 3005.3149
2950.8508 cm1 line pair) could be expected to trans-
late into a similar improvement in 13C measurement
uncertainty. However, an important difference in in-
strument configuration between measurements in
each spectral region was the mechanical vibration of
the multipass cell. Spectral shifts of the interference
fringe pattern with mechanical vibration of the mul-
tipass cell reduce the fringe amplitude with spectral
averaging and create a stable baseline structure. The
spectra used for the 13C calculations were recorded
without this technique and therefore contain a larger
interference fringe component that results in a lower
than expected measurement uncertainty. The D
analysis shows comparable precision to the 13C anal-
ysis due to mechanical jittering of the sample cell
even though the intrinsic line strength for deuterium
is much weaker and no reference cell was used in the
experimental setup. Additional measurement uncer-
tainty may have also been introduced through the use
of epoxy to seal small leaks in the vacuum system for
this instrument. Sample gas contact with polymeric
materials, such as plastics and adhesives, has been
observed to systematically affect trace gas measure-
Table 1. Estimated Line Intensity Contributions of Methane Isotopes (HITRAN) to the Observed Absorption Profilesa
Absorption Profile Identification A B C D
12CH4
Wavenumber (cm1) 2950.8627 2951.3057 3005.3011 3005.7333
Line intensity, S [cm1 (mol cm2)] 1.447  1024 1.241  1022 1.467  1024 3.041  1023
Relative contribution (%) 5 98.5 0.6 100
13CH4
Wavenumber (cm1) — — 3005.3149 —
Line intensity, S [cm1 (mol cm2)] — — 2.478  1022 —
Relative contribution (%) — — 99.4 —
12CH3D
Wavenumber (cm1) 2950.8508 2951.3598 — —
Line intensity, S [cm1 (mol cm2)] 2.73  1023 1.884  1024 — —
Relative contribution (%) 95 1.5 — —
aPeaks A–D in Figs. 3 and 4.
Table 2. Measurement Uncertainty Summary
Experiment
(cm1)
Spectral
Ratio
Uncertainty,
‰ (1)
2950 RsamRave,sam 12
3005, day 1 RsamRave,sam 38
3005, day 1 RrefRave,ref 42
3005, day 2 RsamRave,sam 69
3005, day 2 RrefRave,ref 67
3005, day 1 RsamRref 10
3005, day 2 RsamRref 13
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ments of carbon monoxide and carbon dioxide,14 and
an effect on methane isotope measurements cannot
be dismissed as a contributing source of error without
further study.
4. Conclusions
In this analysis, DFG in PPLN using near-infrared
diode lasers was tested in the construction of a laser
spectrometer for measurements in the 3000 cm1 re-
gion of methane 13C12C and DH isotopic ratios. Ex-
periments were done with actual air samples at levels
typical of background atmospheric mixing ratios. We
demonstrated that this technique could be used with
a measurement uncertainty for preconcentrated
atmospheric methane samples of a few parts per
hundred. For the application of this instrument to
atmospheric monitoring of methane isotopic ratios,
calibration standards would be required to assign
isotopic signatures on the international PDB and
V-SMOW isotopic scales for 13C and 2H.
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